Although forced-air warming systems are highly effective in maintaining or restoring normothermia in surgical patients, they pose burning hazards to patients. The Food and Drug Administration (FDA) has issued a warning that misuse of forced-air warming units without blankets to treat systemic hypothermia can result in a burn \[[@B1]\]. We present a case in which a 37-year-old female suffered a burn injury associated with misuse of a forced-air warming device.

A 37-year-old female was admitted to our hospital for arthroscopic left knee surgery. Her medical history revealed type 2 diabetes of 5 years\' duration. The operation was uneventful for an hour and a half under epidural anesthesia. The patient was intravenously premedicated with 3 mg of midazolam. Twenty ml of 0.75% ropivacaine mixed with 50 µg of fentanyl was used for the epidural anesthesia. There was no complication during the administration of the epidural anesthesia, and the blocking level was T10. After the operation was finished, the patient was transferred to the post-anesthesia care unit. Because the patient began complaining that she felt cold after the surgery, she was heated with a Bair Hugger warming device (Model 505; Arizant Healthcare, Inc., Eden Prairie, MN, USA). The nozzle of the device was not connected to the disposable baffles designed specifically for use with forced-air warming devices, and 43℃ hot air was blown directly to the patient for 30 minutes. There was no specific complaint at the post-anesthesia care unit. Thirty minutes later, the patient was transferred to the ward. She claimed that she had noticed large blisters on her abdomen when she was at the ward after her operation. She also complained about the warming with the forced air-warming device at the post-anesthesia care unit. Upon examination, bullae and a 5 × 10 cm burn-like skin lesion on the patient\'s left lower abdomen was documented ([Fig. 1](#F1){ref-type="fig"}). After the bullectomy, 12 days of wound care was required.

In the operating room and the post-anesthesia care unit, we often use forced-air warming systems. Forced-air warming is the process of using heated air to warm patients through convection. A forced-air warming device comprises an electrical heat generator, a hose, and a blanket. Hot air generated by the electrical heater is transferred to the blanket via the hose. Burn injuries associated with forced-air warming systems are very rare when the device is used according to the manufacturer\'s instructions \[[@B2]\]. The device always has considerable risk of burn injury to patients, though. General misuse of the system involves detaching the hose from the blanket and blowing hot air directly onto the patient\'s skin. This practice is called \"hosing\". It heats a single spot on the skin directly for an extended time period. The heated air, dangerously concentrated and elevated at the hose nozzle, is being blown directly onto the patient\'s skin. Contact between the skin and the hose surface may also cause thermal injury. One of the device manufacturers has started a campaign in a Web site (<http://www.stophosing.com>) to inform clinicians about the risks associated with forced-air warming units without a blanket.

At first, we thought the light source tip of the arthroscope might have caused the burn injury. The light source of an arthroscope or its light cable tip causes skin burns. Burying the end of the light cable within the polyethylene drape produces a hole as big as the end of the light cable within 15 seconds \[[@B3]\]. During the operation, though, there was no smog, combustion, or melting hole in the polyethylene drape. Moreover, the skin injury caused by the light source tip usually appears as a small, round burn. In this case, the burn can be associated with a forced-air warming unit.

Uzun et al. \[[@B4]\] reported a case of a third-degree burn injury associated with misuse of a forced-air warming device. Hot air (40-43℃) was blown directly on the patient\'s leg for 2 hours. In our case, the patient was heated only for 30 minutes at the post-anesthesia care unit, but the nozzle of the forced-air warming device was not connected to the disposable baffles designed specifically for use with forced-air warming devices. This could be one of the circumstances that precipitated the patient\'s burn.

The disposable baffles designed specifically for use with forced-air warming devices are essential in dissipating the tremendous heat delivered by the device. Although a few cases, including a severe burn injury of the lower extremities, have been reported \[[@B5]\], not everyone knows the dangers of \"hosing\" \[[@B4]\].

Also, a sedated or anesthetized patient is likely to be unable to withdraw or communicate discomfort, which would prevent a burn.

Thus, forced-air warming units should always be used with a blanket, in accordance with the manufacturers\' instructions, to protect patients from thermal injury. Moreover, we should pay attention to the device temperature, the attachment of the hose to the blanket, and the skin of the patient while using a forced-air warming system.
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